EXHIBIT Q [08 o

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY ‘¥%r.
A.A.C. R9-14-404 (A7)

ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

AGENCY Tucson Police QA SPECIALIST Lrene Dore sy //M,-‘SK
— (Print Name)

INTOXILYZER SERIAL #7Z )WY pp/325 LOCATION__ 7 RHFF7¢

DATE_\Jan1 . A 92000 TIME___[/D I~

gm Display reads "READY TO START" or "PUSH BUTTON TO START
TEST." :

JAGNOSTIC TESTS
DVM Test check. Setting should be between .200 and

.600. Mode selection switch S2 on, S1 and S3 off or

kxeyboard menu selection "H". Reading is H .
5£AI’ Display Test check. Mode selection switch S1 on and S2

and S3 off or keyboard menu selection "V".

::fﬂy’ Printer Test check. Mode selection switch S1, sS2, S3
off or keyboard menu selection "P".

3123" Clock time check. Mode selection swltch S10 on or
keyboard menu selection "E".

g%xj Date check. Mode selection switch S11 on or keyboard
menu selection "E".

OPERATIONAL TESTS
Alcohol free subject Test result 0.000 AC
Error recognition logic system functioning
Invalid test printed
Sqé Proper sample recognition system
“Invalid sample printed
~Deficient sample printed
N/A Completeness of sample purge with collection tube#*#*

;;Q§ Calibration standard 0. AC
Results: 9.0 AT - p.pofoAC v///
vV _NO

Instrument operating properly and accurately. YES

COMMENTS:

SIGNATURE M M %& \/ \

Q,//’Dﬂ alcohol concentration standard collected for subsequent
analysis.«s

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEP IS8 ONLY REQUIRED IF¥ THIS8 DEVICE I8 BEING UBED FOR
S8AMPLE CAPTURE.
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BXHIBIT P / 5306

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R9-14-404 (1)
ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000% A@“

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date I,[,l[(/()‘/ Time //0}

Intoxilyzer Seria:%ﬂ?—) U4-00A25 Location _ 7R F7C
QA Specialist [l [Io2F) [ =

JK) 1.

) 2.
(H=) 3.

(tﬂﬁj 4.
\¢tfcﬂ§3 5.

i %) SR

J Bps) 7.
F5s) s
4 9.

T pts)

<Q§f§;) 10.

2 ) 11.
/5

12.

SIGNATURE

(Print Name)
Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
standard value: 0. (50 AC
Turn on the simulator and allow the temperature to
reach 34°C+.2°C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "cC"
on keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON". _
Push Start Test button or press enter on keyboard.
Insert card in response to display.
Air blank completed. ,
Calibration check completed. / :
Test results 0.079 ac/ 0 080N C-
Air blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

on‘ziziizzé. ) .
»ZQ&%» @AJ YV o

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)



p g e

N

ONIIWD AG 9861 ©

)

L u§ ‘ auyD HALNI »..x.msSEmz_ ZHIZANXOLNY

SHHVYINIH HO/ANY NOLLYWHOANI TYNOLLIOaY ¥

| v
= ig—

R IVHIJO

(7%€97 Jriezaxd

[ e |

NOLLYDOT JNFANNHLSNI 3 Q3A43SE0 18HId INLL

DL

INVN $.103rans ﬂ

? -

Nt 700 \,

TTiTY o, HMETE dId
Britl m4mzﬂm_wHJ¢>za
BI:TT EECRERI L
IWIL - 3ANTIBA J0g FCEN
w\xﬂ has92.18

LoF ﬂmm_ljm HS aEas 73404 Y
YIAZATIPHE TOHOITH - d3ZATIROLINI
IJHT OIMD 2 490D TIRHIIE TTHA3d3d

—O

INIIWD Aq 9861 O

YYD H3LNIHd LINIWNNELISN ,HIZANXOLNI

SHUYW3IH HO/ONY NOLLYWHOAN TYNOLLIKIAY

( TEE77 Ny v a0

NOLVDO 1 LNIWNHISNI 4

GaAH3SE0 1SHId INLL

A AL

-~

INYN S.103raNs

\v\ .
e

~ +Q3MIYLED LS3IHDIH

SPM Q31HIdd

ANIHA - IdUES INITIT430 #¥

211 aaa
1211 £i@e
1111 @mm.
WIL  anIea Ha

S2Z1@8-h9 HS
AFAZATEHE OHODTTHE -

153

AHEIE dId
L 123ranss
HNHTE HIY
1s3L

jc. r._ .\.._“@

ﬁ@h JMDDZ P~

HATATVPROLNI

AHT IWMD S TddE0d HHDIE PE303d




